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Introduction
Scanning electrochemical microscopy (SECM) is gaining in-
creasing application in corrosion science for the in situ in-
vestigation of localized corrosion processes with high spatial
resolution.[1–3] SECM is a scanning probe microscopy (SPM)
technique that is based on the amperometric signal generat-
ed at a microelectrode by redox-active species in solution,
which can perform quantitative local electrochemical experi-
ments at interfaces to gather information on the topography
or reactivity of substrates. This is often achieved by applying
a variety of electrochemical waveforms at the probe or at
the substrate, or even by coupling SECM with other SPM
techniques, particularly atomic force microscopy (AFM).[4,5]
The SECM probe is often a platinum or gold microelec-
trode, and by rastering the probe in close proximity to the
surface of the sample, a map is made of the substrate prop-
erties. In general, image maps formed by SECM are based
on an amperometric signal as a function of the tip position.
SECM imaging experiments can be performed by either
feedback or generation–collection (G–C) mode.[6] SECM
has been applied successfully to a great variety of corrosion
processes including the visualization of anodic and cathodic
areas,[7,8] the identification of precursor sites for pitting cor-
rosion,[9–12] the detection of metastable pit nucleation,[13] the
generation of single pits on passive metals,[14–18] the dissolu-
tion of inclusions in alloys,[19–21] the water uptake and blister
formation at organic-coated metals,[22–24] the degradation of
organic coatings from metal–coating interfaces,[25–28] the per-
meation of hydrogen through metals,[29] and the characteri-
zation of chemical inertness of ceramic coatings on
metals.[30,31] In most instances, the corrosion process is fol-
lowed through the detection of the metal ion released in the
aqueous phase from the corresponding corroding metal or
metal alloy.[25] However, a number of technologically inter-
esting metal materials, such as zinc, cannot be investigated
in this way because their corresponding redox potentials are
in the range of hydrogen evolution (at about 1.00 V versus
Ag/AgCl/KClsat). Interferences can also arise from oxygen
reduction, which, for instance, at a Pt-disk microelectrode,
produces a single four-electron wave due to the reduction of
the oxygen to hydroxide ions at about 0.60 V versus Ag/
AgCl/KClsat.
[25] Thus, if the redox process to be monitored at
the tip occurs at high negative potentials, hydrogen genera-
tion or oxygen reduction would hide the signal due to the
reduction of the ion species. Another drawback that can be
encountered in corrosion investigations performed by
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SECM coupled to the use of solid microelectrode tips is the
circumstance that, for some dissolved metal ions, the only
redox process available for detection is the electroreduction
to the zero oxidation state. In this case, nucleation and
growth of metals on the microelectrode tip leads, in turn, to
the continuous modification of the active surface area of the
electrode during the measurements. Zinc is an interesting
material because metallic structures made of this metal are
widely employed in our technological society for a variety
of applications, for instance, batteries, die casting, and brass
metallurgy, in addition to its common use as galvanized
layers for the protection of steel objects. Unfortunately,
soluble zinc species cannot be monitored using platinum or
other solid microelectrodes in naturally aerated aqueous sol-
utions because their reduction processes are affected by all
the aforementioned interferences. This was our motivation
for exploring alternate electrode materials to detect zinc
ions by SECM during the corrosion process of the metal. To
this purpose, an electrode material that possesses useful
properties is mercury. In fact, mercury displays high hydro-
gen overvoltage and forms amalgams with numerous metals.
Mercury-coated metal microelectrodes[33] have been exten-
sively used for anodic stripping voltammetry (ASV) of trace
metal ions in aqueous solutions.[34–40] More recently, mercury
microelectrodes have also been successfully employed as
SECM tips to approach solid/solution interfaces to monitor
various metal ions, including Zn2+ , Cd2+ , Pb2+ , Cu2+ , Mn2+ ,
and Tl+ .[41–47] Moreover, the functions to predict diffusion-
controlled steady-state currents[48] and approach curves at
sphere-cap tips for both negative and positive feedback con-
ditions are available.[49] Mercury sphere-cap microelectrodes
can be fabricated onto microdisks of platinum by electrode-
position from mercury-ion solutions; the deposits adopt
sphere-cap geometry.[36] Such protruding tips provide a
larger electrode area than the basal disks onto which they
are fabricated, yet they allow the sample surface to be ap-
proached more closely.[42] All these properties make sphere-
cap SECM tips very useful for corrosion investigations.
However, to the best of our knowledge, only a few papers
exist in the literature that deal with the application of Hg-
coated Pt SECM tips for investigating the open-circuit re-
lease of Cd, Pb, and Bi ions from thin films of the corre-
sponding metals.[47, 50] In this paper, we present a study of
the corrosion of zinc samples to illustrate the potential of
coupling mercury tips and SECM in corrosion science under
typical metal-corroding conditions. Naturally aerated aque-
ous chloride-containing solutions have been employed as
the test environment.
Results and Discussion
Monitoring Zn2+ ions at mercury microelectrodes : Firstly,
the potential ranges for the reduction and the oxidation of
zinc species at a mercury microelectrode were tested by
cyclic voltammetry in an aerated Zn ACHTUNGTRENNUNG(NO3)2 (2 mm)+NaCl
(0.1m) solution. As seen in Figure 1A, in the forward scan, a
series of cathodic processes are evident in the potential
range that extends from 1.20 to 1.70 V versus Ag/AgCl/
KClsat with a main peak that occurs at 1.50 V versus Ag/
AgCl/KClsat. Over this potential range, the reduction of Zn
II
species to Zn0 occurs, as is confirmed by the presence of the
anodic peak centered at about 0.80 V versus Ag/AgCl/
KClsat, upon potential reversal. The observation of various
peaks during the cathodic scan in the CV can be related to
the stepwise reduction of oxygen to hydrogen peroxide
[Eq. (1)], the subsequent reduction of hydrogen peroxide to
hydroxide anions [Eq. (2)],[51] and the reduction of ZnII spe-
cies, the process of which is complicated by the formation of
sparingly soluble zinc hydroxide or oxide species at the elec-
trode surface.[52] This is due to the high local hydroxide ion
concentration induced by the following reactions:
O2 þ 2H2Oþ 2e ! H2O2 þ 2OH ð1Þ
H2O2 þ 2e ! 2OH ð2Þ
The formation of sparingly soluble compounds at the elec-
trode surface would explain the presence of a reduction
peak instead of a wave, as expected for microelectrodes that
work on an experimental timescale in which hemispherical
diffusion prevails.[53] To confirm this scenario, CV measure-
ments were performed either in a NaCl (0.1m) aerated solu-
tion in the absence of ZnII ions (Figure 1B) or in a deoxy-
genated ZnACHTUNGTRENNUNG(NO3)2 (2 mm)+NaCl (0.1m) solution (Fig-
ure 1C). As is evident from Figure 1B, in the aerated solu-
tion two well-defined waves that correspond to Equa-
tions (1) and (2)[43] are observed. This supports the idea that
ZnII ions are actually reduced in a locally basic medium. On
the other hand, as is shown in Figure 1C, the shape of the
Figure 1. Cyclic voltammograms recorded at a hemispherical mercury mi-
croelectrode in A) aerated Zn ACHTUNGTRENNUNG(NO3)2 (2 mm)+NaCl (0.1m) solution (v=
0.05 Vs1), B) aerated KNO3 (0.1m) solution (v=0.005 Vs
1), and
C) deaerated ZnACHTUNGTRENNUNG(NO3)2 (2 mm)+NaCl (0.1m) solution (v=0.05 Vs
1).
Tip parameters: a=25 mm, RG=5, H=1.
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CV is simpler when the experiment was performed in the
same electrolyte solution (as in Figure 1A) after purging
with nitrogen. In fact, when dissolved oxygen molecules had
been removed from the electrolyte, the expected sigmoidal
reduction wave in the cathodic scan (characterized by a
half-wave potential of 1.10 V versus Ag/AgCl/KClsat) and
the stripping peak due to oxidation of metallic Zn is ob-
served. Measurements carried out in the bulk Zn2+-contain-
ing solution after purging with nitrogen for different times
so as to vary the amount of oxygen present in the medium
provided CVs of a shape that varied between those of Fig-
ure 1A and C, which move from high to low oxygen content.
These preliminary experiments therefore suggested that:
1) oxygen could be monitored in a CV scan that correspond-
ed to the first wave in Figure 1B with no interference from
ZnII ions, and 2) ZnII ions could be monitored at more nega-
tive potentials through either the plateau current in the neg-
ative scan (if the amount of oxygen locally present is low)
or from the stripping peak in the reverse potential scan for
low zinc-ion concentration or in solutions that contain rela-
tively high oxygen concentration.
Zinc metal-corrosion processes during exposure to aqueous
chloride solution : The possibility of monitoring independ-
ently the release of zinc(II) species during the corrosion of
the metal and the simultaneous oxygen depletion by the use
of the mercury microelectrode as an SECM tip was next in-
vestigated through the exposure of a pure zinc sample to
naturally aerated NaCl (0.1m) solutions. The zinc sample
was kept unbiased throughout the experiments. Figure 2
contrasts typical approach curves recorded either on the in-
sulating material that surrounded the zinc surface or that
performed at the sample surface by setting the tip potential
at 0.70 V versus Ag/AgCl/KClsat, where only the reduction
of oxygen occurred through Equation (1). Above the insu-
lating substrate, negative feedback is observed, which re-
flects the decrease in the normalized current with the de-
crease of the tip–substrate distance due to the partial block-
age of oxygen diffusion to the microelectrode.[6,43] Above
the zinc surface, negative feedback is also recorded. Howev-
er, in the latter case, oxygen depletion starts at higher tip–
substrate distances. This clearly reflects the consumption of
oxygen at the zinc surface during the corrosion, and it repre-
sents the oxygen diffusion layer thus established. The gener-
ation of Zn2+ ions was recorded by using a different proce-
dure. The experiments consisted of recording a series of
CVs at 50 mVs1 over the potential range from 0 to
1.60 V versus Ag/AgCl/KClsat by placing the mercury mi-
croelectrode tip at varying distances from the spontaneously
corroding metal. It was observed that far away from the sub-
strate the CVs closely resembled that displayed in Figure 1B
for oxygen reduction alone. On the other hand, when
moving the tip towards the substrate, the CV shapes transi-
tioned from that shown in Figure 1A to that displayed in
Figure 1C at relatively small tip–substrate distances. When-
ever possible, plateau currents were then determined from
each voltammogram, and the values were plotted as a func-
tion of the tip–sample distance as is shown in Figure 3A. It
is observed that the values of the limiting current greatly in-
crease as the microelectrode approaches the metal surface,
this effect being noticeable for tip–sample distances smaller
than 400 mm, as should be expected for a corroding metal
that acts as the source of the zinc ions. On the other hand,
when the tip is located far away from the zinc sample (that
is, for tip–sample distances greater than 500 mm under the
Figure 2. Approach curves recorded with the Hg microelectrode im-
mersed in NaCl (0.1m) aerated solution above the insulating surface (&)
or above the zinc sample (&). Tip potential: 0.70 V versus Ag/AgCl/
KClsat ; scan rate: 10 mms
1. (c) Theoretical approach curve calculated
for negative feedback condition at a sphere-cap microelectrode with H=
1 and RG=5.
Figure 3. A) Diffusion-limiting current at the hemispherical mercury mi-
croelectrode as a function of the tip–sample distance. The values were
obtained from the linear voltammetric curves measured by placing the
microelectrode at various distances from the sample. B) Calibration plot
for ZnII ions measured with the Hg microelectrode in NaCl (0.1m) solu-
tion containing different amounts of Zn ACHTUNGTRENNUNG(NO3)2. C) Concentration profile
of the dissolving ZnII species expressed as a function of the distance be-
tween the mercury microelectrode and the zinc sample.
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employed experimental conditions), the limiting currents de-
termined from the voltammograms never became zero. A
value of about (202) nA was always found regardless of
the distance of the tip from the corroding sample. This non-
zero current arose from the reduction of the dissolved
oxygen in the electrolyte, which thus constitutes a back-
ground current that adds to the Faradaic signal detected at
the tip during the CV measurements for ZnII reduction. This
signal must be subtracted from the total current if the actual
contribution of metal ions to the current measured at the tip
is to be determined. As an approximate method, the limiting
current measured at the SECM probe in the CVs was relat-
ed to the concentration of Zn2+ by using an external calibra-
tion plot performed in a deoxygenated NaCl (0.1m) solu-
tion. As is shown in Figure 3B, the plateau current was
found to depend linearly on the concentration of ZnII over
the range 0.05–0.8 mm, which was wide enough to establish
the amount of ZnII generated during the corrosion process.
Thus, after the background current in the current values of
Figure 3A was subtracted, a relationship between the con-
centrations of dissolved ZnII ions as a function of the tip–
sample distance could be estimated as shown in Figure 3C.
It must be remarked that the approach curves recorded
either for oxygen or zinc ions (with the above procedures)
depended on the actual position of the tip above the sub-
strate as well as on the time the substrate had been left im-
mersed in the aerated solution, as the corrosion process
starts as soon as the sample comes into contact with the aer-
ated solution. The latter circumstances explain the reasons
why in the above experiments the distances at which oxygen
depletion started to occur or zinc ions could be detected
were different.
SECM mapping of zinc metal-corrosion processes : The cor-
rosion of zinc metal during immersion in an aqueous solu-
tion that contained chloride anions led to the release of ZnII
ions as a result of the anodic process, whereas the dissolved
oxygen is reduced in the cathodic process (see Scheme 1).
The metal ions or molecular oxygen can be detected by
using the mercury microelectrode tip as shown in the previ-
ous section. In this way, SECM scans performed across the
sample can visualize the distribution of anodic and cathodic
sites distributed on the metal exposed to the corrosive envi-
ronment. The operating tip–sample distance for SECM op-
eration was established after recording approach curves of
the microelectrode tip towards the insulating epoxy sleeve
that surrounded the metal specimen. The potential of the tip
was set at 0.70 V versus Ag/AgCl/KClsat to use oxygen
electroreduction as redox mediator,[54] and a negative feed-
back effect resulted as the microelectrode approached the
sample. After the tip was retracted to a height of 50 mm,
which was considered a suitable distance to avoid tip
damage, either SECM line scans or two-dimensional scans
were registered above the zinc specimen. From the cyclic
voltammograms displayed in Figure 1, a suitable potential
for the reduction of zinc ions to Zn(Hg) was established.
We adopted a tip potential value of 1.20 V versus Ag/
AgCl/KClsat. At this potential, in the absence of Zn
II ion
species the reduction of oxygen that corresponded to the
first wave could be monitored as well. Figure 4 shows the
steady-state currents monitored at the microelectrode
during a line scan taken through the center of the zinc speci-
men (the metal is located between 250 and 1250 mm). It is
evident that when the microelectrode reaches the X value of
250 mm (that is, the border of the metal surface), the current
measured at the tip starts to increase over the background
current values. A rather symmetric current peak is defined
as the tip is displaced further over the zinc specimen; then
the tip Faradaic current falls below even the background
currents to describe another current peak that extends over
longer distances than the previous ones. The first current
peak, which presents the greatest values of the cathodic cur-
rent, is conceivably due to the electroreduction of ZnII ions
released by the corroding metal at the anodic sites. That is,
the SECM tip was actually monitoring the flow of ZnII spe-
cies from the dissolving surface of zinc towards the bulk so-
lution. Supplementary evidence for this hypothesis is gath-
ered from inspection of the cyclic voltammogram shown in
Figure 5, which was recorded after placing the microelec-
trode tip above the place on the surface of the metal, at
Scheme 1. Illustration of the corrosion processes taking place on the sur-
face of zinc metal during exposure to a chloride-containing environment.
Figure 4. Illustration of the corrosion processes taking place on the sur-
face of zinc metal during exposure to a chloride-containing environment.
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which point a current peak was observed during the line
scan shown in Figure 4, while keeping it at the same height.
The characteristic wave during the negative scan and the
anodic peak after scan reversal can be observed, as expected
for the ZnII/Zn0 reduction/oxidation at the Hg microelec-
trode. As for the second peak observed in the line scan re-
corded in Figure 4, the following considerations can be
made. If zinc were homogeneously corroding, the tip would
have recorded bigger cathodic currents than the background
values as long as the tip passed above the metal surface. In-
stead there is a region over the zinc sample at which a de-
pletion of cathodic current is observed. This result indicates
that two zones with different electrochemical behaviors
were found while the tip was rastering the surface of the
metal. The development of areas on the zinc sample for
which the microelectrode tip polarized at 1.20 V versus
Ag/AgCl/KClsat recorded smaller cathodic values than the
background current is related to the cathodic half-reaction
in the corrosion process. Indeed, two different redox reac-
tions can simultaneously occur at the tip at this potential,
namely: 1) the reduction of the ZnII to Zn, and 2) the reduc-
tion of the oxygen (see the cyclic voltammogram of oxygen
using the Hg electrode given in Figure 1B). Therefore, the
observed decrease in current during the line scan could arise
from local areas at the metal surface in which oxygen was
consumed during the cathodic
reaction. The tip would thus
detect lower amounts of dis-
solved oxygen in the solution in
the proximity of the cathodic
sites. Additional support for
this interpretation is given by
Figure 6. It depicts the line scan
recorded when the potential at
the tip, set at 0.7 V versus Ag/
AgCl/KClsat, was passing above
the same line of the sample
covered in Figure 4. In this
case, only the area of depleted
currents below the background
was observed. This agrees well
with the expectation that the
only redox process that could
occur at the microelectrode at this potential is the reduction
of oxygen. It is also interesting to notice that the depletion
of the current in Figure 6 occurred precisely above the same
region of the zinc sample in which depleted currents were
recorded at the microelectrode biased at 1.20 V versus Ag/
AgCl/KClsat previously shown in Figure 4. The extent and lo-
cation of the different active areas on the zinc sample
during its exposure to the test solution could be imaged by
acquiring a two-dimensional scan of the metal surface with
the tip polarized at 1.20 V versus Ag/AgCl/KCl. The re-
sulting 3D image is shown in Figure 7. A narrow peak that
exhibits rather high negative currents is clearly displayed,
and this is due to the electroreduction of the dissolving ZnII
ions from the sample. Next, a rather extended area with de-
pleted currents is found in the proximity of the anodic peak,
an indirect observation of the cathodic reaction contribution
to the overall corrosion reaction. In this way, mercury mi-
croelectrodes polarized at 1.20 V versus Ag/AgCl/KClsat
allow for the detection of both anodic and cathodic sites
from the observation of larger and smaller reduction cur-
rents at the tip than the background values measured over
the insulator. This procedure was employed to monitor the
temporal evolution of the electrochemical activity on the
zinc substrate by recording a sequence of SECM images as
shown in Figure 8. It is observed that anodic activity changes
location and intensity over time due to the progressive
blockage of the initial anode by corrosion products. This sit-
uation eventually leads to the formation of a new anode at a
different location on the metal surface to support the oxida-
tion of the metal. Anodic activity always occurs in a highly
localized manner on the metal surface, that is, the area of
the anodes is small. Conversely, the cathodic reaction ex-
tends over most of the surface of the exposed specimen.
Conclusion
The use of hemispherical mercury microelectrodes as the
scanning probe in SECM can be used to detect the zinc(II)
ions released in the corrosion of zinc specimens immersed in
Figure 5. Cyclic voltammogram recorded at the Hg microelectrode locat-
ed above the place on the surface of the metal at which point a current
peak is observed during the line scan shown in Figure 6; v=0.05 Vs1,
tip/substrate distance: 50 mm.
Figure 6. Line scan of a hemi-
spherical mercury microelec-
trode travelling above the zinc
surface after immersion in
NaCl (0.1m). Tip potential:
0.70 V versus Ag/AgCl/
KClsat, tip/substrate distance:
50 mm. The arrow indicates the
direction of tip movement.
Figure 7. SECM 3D map taken above a zinc sample immersed in NaCl
(0.1m) recorded by using a hemispherical Hg microelectrode. Tip poten-
tial: 1.20 V versus Ag/AgCl/KClsat), tip/substrate distance: 50 mm, scan
rate: 37 mms1.
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an aggressive solution at the open-circuit potential. Ade-
quate selection of the tip polarization potential allows the
zinc-reduction current to be effectively separated from the
total current measured at the microelectrode. By setting the
potential of the Hg microelectrode to 1.20 V versus Ag/
AgCl/KClsat, both the Zn
II ions that originate from the elec-
tro-dissolution of zinc at the anodic sites on the metal sur-
face, and the depletion of oxygen in the electrolyte in the
proximity of the corresponding cathodic sites could be de-
tected. The development of two separated zones with differ-
ent electrochemical behaviors could thus be distinguished as
the tip rastered the surface of the metal. The anodic sites on
the zinc specimen give rise to enhanced cathodic currents at
the microelectrode compared to the steady-state limiting
current, and the SECM tip was actually monitoring the flow
of ZnII species from the dissolving surface of zinc. Indirect
detection of the cathodic reaction was also achieved from
those areas at the zinc surface that originated depleted cur-
rents at the tip compared to the steady-state limiting cur-
rent. They were found in the proximity of the anodic areas,
because the tip effectively detected lower concentrations of
the dissolved oxygen in the solution close to those sites.
That is, both the anodic and cathodic reactions responsible
for the corrosion process were located over the same metal.
Concentration profiles of dissolved zinc species that origi-
nate from the corroding metal could be determined by using
simple CVs at the Hg-microelectrode tip for different tip–
substrate distances. It was shown that, as expected, greater
concentrations of ZnII species were observed as the micro-
electrode was brought nearer to the surface of the metal.
Experimental Section
Solutions and samples : All chemicals employed were of analytical re-
agent grade and used as received. NaCl, KCl, and ruthenium ACHTUNGTRENNUNG(III) hexa-
ACHTUNGTRENNUNGammine trichloride were purchased from Aldrich; Hg2ACHTUNGTRENNUNG(NO3)2 and KNO3
were purchased from Fluka. Titrisol zinc atomic absorption standard
(Merck) was used to prepare stock standard solutions (1000 mgL1) of
the metal ions. All solutions were prepared by using water purified using
a Milli-Q system (Millipore, Bedford, MA). Measurements that required
no oxygen were carried out in solutions that had been purged with pure
nitrogen (99.99%) purchased from SIAD (Bergamo, Italy). Corrosion ex-
periments were performed on 99.95% pure zinc supplied as sheets of
thickness 1 mm by Goodfellow Materials Ltd (Cambridge, UK). The
sheets were cut to squares of about 11 mm2 to form the testing metal
substrates, and they were embedded into an epoxy resin sleeve, such that
only the square-end surface formed the testing surface. The mounts with
the samples were polished with silicon carbide paper down to 1200 grit,
washed thoroughly with Millipore deionized water, dried with acetone,
and finally surrounded laterally by Sellotape, thus creating a small con-
tainer for the test electrolyte solution. Tests were carried out in aqueous
NaCl (0.1m) solution. For the calibration of the mercury microelectrodes
for zinc detection, solutions that contained controlled amounts of
Zn ACHTUNGTRENNUNG(NO3)2 were produced by addition of the salt to the base electrolyte.
All aqueous solutions were prepared with analytical-reagent-grade chem-
icals and Milli-Q water. The solutions were naturally aerated, and experi-
ments were performed at ambient temperature, which was (211) 8C.
Electrodes and instrumentation : The platinum microdisks, which served
as the substrate for mercury deposition, were prepared by sealing wires
25 mm in diameter into glass capillaries. The electrode tips were then lat-
erally polished with silicon carbide paper of different grits to produce a
conical shape. Prior to mercury deposition, the exposed microdisks were
polished with graded alumina powder of different sizes on a polishing mi-
crocloth. The effective electrode radius (a) of the exposed microdisks
were characterized by cyclic voltammetry at low scan rates in deaerated
[Ru ACHTUNGTRENNUNG(NH3)6Cl3] (1 mm)+KCl (0.1m) solution by determining the steady-
state limiting currents (Ilim) for the one-electron reduction of
[Ru ACHTUNGTRENNUNG(NH3)6]
3+ (D=7106 cm2 s1)[30,32] while the electrode was held in
the bulk solution. Negative-feedback current approach curves (that is,
normalized currents, Id/Ilim, against normalized tip/substrate distance, d/a)
obtained with these tips fit well the theory for RG[6] , the ratio of the
radius of the tip (electrode plus surrounding insulator, rg) to that of the
electrode itself, equal to 5. Deposition of mercury onto the above-charac-
terized platinum microdisks was carried out under potentiostatic control
by setting the microelectrode potential at 0.10 V versus Ag/AgCl/KClsat
in Hg2 ACHTUNGTRENNUNG(NO3)2 (5 mm)+KNO3 (0.1m) acidified to pH 1 with HNO3.
[37] The
size of the mercury sphere caps thus produced was controlled by measur-
ing the charge spent during the electrodeposition step from the corre-
sponding chronoamperometric curve. The mercury microelectrode aspect
ratio, described by the parameter H=h/a, that is, the ratio of the sphere-
cap height (h) to the basal radius of the electrode (a) was obtained from
the steady-state limiting current recorded in deaerated [Ru ACHTUNGTRENNUNG(NH3)6Cl3]
(1 mm)+KCl (0.1m) solution by using the method described in ref. [48].
Mercury microelectrodes with H over the range 0.98–1.09 were em-
ployed. The stability of the Hg tips during the SECM measurements was
ascertained by comparing the cyclic voltammograms at low scan rates
performed in the [Ru ACHTUNGTRENNUNG(NH3)6Cl3] solution before and after the SECM
measurements. The electrode geometry and its stability were also con-
firmed by performing approach curves above an insulating substrate in
the [Ru ACHTUNGTRENNUNG(NH3)6Cl3] solution. The curve was fitted to the theoretical func-
tion for hindered diffusion to a microsphere cap[42] characterized by pa-
rameters H=1 and RG=5. A home-built SECM apparatus (previously
described in ref. [42]) was employed. Cyclic voltammetry (CV) and chro-
noamperometry were performed using a PAR 283 potentiostat/galvano-
stat controlled with a personal computer and the M270 PAR software.
Figure 8. Two-dimensional scans above a zinc sample immersed in NaCl
(0.1m) recorded by using a hemispherical Hg microelectrode recorded at
different exposure times: A) 1, B) 18, and C) 24 h. Tip potential: 1.20 V
versus Ag/AgCl/KClsat, tip/substrate distance: 50 mm, scan rate: 37 mms
1.
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All measurements were carried out in a classical three-electrode cell ar-
rangement located in a Faraday cage.
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